Total respiratory inertance may be defined as that component of the total impedance to breathing that relates to acceleration of respiratory gas and of all tissue elements (lungs, rib cage, diaphragm, and abdominal contents) that move during respiration. It is expressed in units of pressure required to overcome this inertial component of the total impedance and produce air flow acceleration of 1 L per second per second. Thus its units are centimeters H2O per liter per second2. Intuitively, one would suspect that the inertance of the chest and the abdomen should be increased in severely obese subjects. In investigations of total respiratory mechanics in excessively obese persons, we made measurements of total respiratory inertance. In addition, we attempted to separate the total respiratory inertance into its gas and tissue (including lung tissue, chest wall, and abdominal) components in three normal and three excessively obese subjects. These data form the substance of this report.
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Inertance data on the normal human respiratory system were first published by DuBois, Brody, Lewis, and Burgess (1) in 1956. These authors, assuming that the respiratory system behaves mechanically as a simple or "lumped" physical system, determined the total compliance and the natural frequency of the respiratory system. They then calculated the total inertance of the respiratory system by using the simple physical relationship by which the natural frequency of a system may be predicted if its elastic and inertial characteristics are known: fn = 1/274 1/jI *C, where fn is the natural frequency, I is the total inertance, * Submitted for publication July 5, 1962 ; accepted November 21, 1963. Supported in part by National Institutes of Health grant H5124.
and C is the total compliance. Their estimated value for total respiratory inertance was 0.0058 cm H20 per L per second2, a value which, though measurable, is small enough to be neglected in normal subjects at ambient pressures and at the air flows and accelerations usually encountered. These authors pointed out that the respiratory system is more than critically damped, necessitating that the natural frequency be determined by examining the phase relationship between sinusoidal waves of driving pressure and the resulting oscillations of air flow. Estimates of natural frequency made in this way, together with measurements of the total respiratory compliance, constitute the data from which inertances were calculated in the present study. Methods
Of the 22 subj ects studied, 8 were normal laboratory personnel of normal weight, and 14 were excessively obese persons varying in weight from 250 to 407 pounds. Of the obese subjects, 9 were otherwise normal except for slight arterial hypoxemia in 2; their Pco%'s were normal. The remaining 5 subjects had the obesity-hypoventilation syndrome, although Pco2 values were normal in 3 at the time these studies were performed.
The total respiratory compliance was measured by a modification of the method of Heaf and Prime (2), in which steady negative pressures are applied to the surface of the subject's thorax, which is enclosed in a plethysmograph. Volume changes in mid position are plotted against changes in applied pressure, and the total respiratory compliance is computed from the resulting static volume-pressure curve based upon 8 to 25 volumepressure points. These measurements were made with subjects in a supine position. The natural frequency of the respiratory system was determined by Mead's modification of the oscillatory method of DuBois and associates (1, 3) (Figure 1 pump. Pressure waves of 2 to 3 cm water amplitude were produced, which were sensed by a Statham P23d transducer and applied to the horizontal axis of an oscilloscope. Air flow recorded at the mouth by a screen flow meter and a Sanborn gas differential pressure transducer was applied to the vertical axis of the oscilloscope (Figures 1 and 2 ). As shown in Figure 2 , when air flow and applied pressure are plotted one against the other in this fashion, loops are formed at frequencies above and below the natural frequency. The loop closes and assumes the form of a diagonal line at the natural frequency of the respiratory system when driving pressure and resultant air flow are exactly in phase. In actual use, the frequency of oscillation was gradually altered while the oscilloscope was observed. During preliminary observations the vertical and horizontal gains were adjusted to give a large loop with an axis as close as possible to 450 from horizontal. The determination was done with the subject relaxed with an open glottis at his mid position and moving no air on his own. These procedures were adopted because they allowed optimal discrimination between closed and minimally opened loops and increased the precision of natural frequency measurements. The frequency at which the loop closed was repeatedly determined while slowly decreasing the frequency from an initial value of 8 to 10 cps down to the range of the expected natural frequency (3 to 7 cps). The natural frequency then was approached repeatedly from lower frequencies, slowly increasing frequencies from 2 to 3 cycles, and the frequency at which the loop disappeared was again recorded for several such determinations. Approaching from high frequencies and from low frequencies, there was a gap of from 0.7 to 1.8 cps between the frequencies at which the loop disappeared. The natural frequency was assumed to lie midway between the upper and lower limiting frequencies. This method of determining the natural frequency was found to be necessary because of the respiratory system's highly damped mechanical characteristics, which exclude sharp resonance. Once the natural frequency and the total respiratory compliance were known, the total respiratory inertance was calculated using the simple physical relationship previously cited, solved for -he total respiratory inertance: 0.0253 (fn)2. C In three normal subjects and three excessively obese subjects, an attempt was made to measure separately the gas and the tissue components of total respiratory inertance. The subjects breathed gas mixtures of widely differing densities, which altered the gas inertance in direct proportion to the change in gas density but left tissue inertance unchanged. When two gas mixtures of differing but known density are breathed and the natural frequency determined during the breathing of each, both gas and tissue components of total inertance can be computed. The principle of this experiment and the calculation is shown in the two equations belo6w. Breathing gas mixture 1, tiss + DgI0 -
Ig=0.0253
Itiss + 91*I =(f.1) 2. C' Breathing gas mixture 2, 0.0253 Itiss + Dg2* Ig =_(____*C Itiss = inertance of all tissue elements in the lung, thorax, and abdomen moved during respiration; Ig = inertance of gas in the respiratory system referred to the density of air; Dgi and D92=densities of the two gas mixtures breathed relative to that of air; f,u and fn2 = natural frequencies determined during breathing of gas mixtures 1 and 2; and C= total respiratory compliance.
-el sEn. The gas densities, the natural frequency during the breathing of e;eh gas mixture,,qtid the total compliance may be directly measured. Simultaneous linear algebraic equations result, each describing conditions during the breathing of one of the gas mixtures. There are two unknowns, the gas inertance (I,) and the tissue inertance (It isa), and the equations may be simply solved.
Three gas mixtures were used for these experiments, air, an 80%o helium-20% oxygen mixture, and an 80% sulphur hexafluoride-20% oxygen mixture. With these mixtures, the data for the construction of three sets of simultaneous equations could be obtained, each set of which would yield a value for tissue and gas components of total respiratory inertance. Each gas mixture was breathed deeply and rapidly in an open circuit for approximately 2 minutes by the subject who was seated in the plethysmograph so that the measurement could be made immediately. A thin, supported 10-L neoprene bag was attached to the distal end of the screen flow meter to contain the gas mixture and prevent its loss from the system. The natural frequency with each gas was determined between four and six times and the values averaged. After each natural frequency determination, the subj ect expired maximally into an anesthesia bag, the contents of which were analyzed for nitrogen, oxygen, and carbon dioxide. The remaining gas was assumed to be the foreign gas, either helium or sulphur hexafluoride, and from the analyses, gas densities were calculated assuming full saturation with water vapor at 37°C. Analyses following repeated natural frequency determinations were generally similar during th-breathing of a single mixture inasmuch as the prebreathing of the mixture was repeated in the same manner. Hence the several gas analyses were averaged, and from this average a single gas density value was calculated. Gas densities were expressed relative to air, averaging 0.6 during helium breathing experiments and 3.5 during sulphur hexafluoride breathing experiments.
In addition, the lung inertance (inertance of lung tissue plus contained gas), breathing air, was determined in the three normal and the three excessively obese subjects in whom the differential gas density studies were done. Lung inertance was measured by the technique described by Mead (4) using an esophageal balloon catheter placed with its tip 40 cm from the nares. The balloon was 10 cm in length, 1.5 cm in diameter, and was used with an air volume of 0.4 ml. Movements of the head and neck failed to produce significant alterations in esophageal pressure. A low resistance Krogh spirometer, a screen flow meter, and Sanborn differential transducers were used, and measurements were made with the seated subj ect panting. Tracings of transpulmonary pressure, air flow, and tidal volume were made at paper speeds of 200 mm per second and accelerations determined by drawing tangents to the air flow curve at two points of zero flow at the ends of inspiration and expiration. The inertance pressures at these points were determined by subtracting the calculated elastic change in transpulmonary pressure between end-inspiration and endexpiration from the observed differences in the esophageal pressure tracings. The elastic pressure difference was calculated by dividing the tidal volume by the lung compliance previously determined during slow breathing.
The resulting inertance pressure representing the sum of end-inspiratory and end-expiratory inertance pressures was divided by the sum of end-inspiratory plus end-expiratory accelerations to yield lung inertance.
Results
Total inertance. Table I gives data on total compliance, natural frequency, total respiratory inertance, and body weight in the 22 subjects. The mean inertance in the normal subjects was 0.0098 + 0.0005 (SE) and in the obese subjects was 0.0253 + 0.0022 (SE) cm H20 per L per second2. There were significant differences in total respiratory compliance (p < 0.01), natural frequency (p < 0.001), and total respiratory inertance (p < 0.001) between the normal and obese groups. Total inertance was significantly correlated (r = + 0.86, p < 0.001) with body weight as shown in Figure 3 . Total respiratory compliance also correlated significantly with body weight (r = -0.74, p < 0.001), as did natural frequency (r = -0.64, p < 0.01).
Separation of gas and tissue components of total respiratory inertance. Table II gives the data 0 change in gas density produced a much smaller change in natural frequency and in inertance in the obese subjects than in the normals. These data imply that the major component in the excessively obese subject is tissue inertance. The remainder of Table III summarizes the data on the gas and tissue components of the total inertance and also includes the lung inertances measured separately by the esophageal pressure method of Mead (4) . The different values for total inertances given in Tables I and III in normal subjects 1, 2, and 3 are explained by the fact that data given in Table I were obtained in a separate determination a few days before the data in Table  III were obtained. To this extent they represent the reproducibility of the total inertance measurement on separate days. Mead's data indicating that lung tissue inertance is virtually zero imply that lung and gas inertances should be very similar. Considering the many possibilities for inaccuracy of measurement in both lung and total inertance methods, the correspondence between lung and gas inertance in both obese and normal subjects may be considered reasonably good. The lung and gas inertance values in the obese subjects are in the same range as the normals, and their increased total inertance results solely from an increase in tissue inertance.
Discussion
Validity of the method. The meaning of the inertance measurements presented herein rests upon the validity of three assumptions that require examination. The first is that the respiratory system behaves essentially as a simple physical system. The second is that change in the density of the gas breathed produces no change in the effective compliance. The third is that the effective total compliance at the natural frequency is the same as that during slow breathing.
The assumption that the respiratory system behaves as a simple or "lumped" physical system means that its many elastic, inertial, and resistive elements may be faithfully represented by an appropriate arrangement of a single elastic, a single inertial, and a single resistive element. DuBois and associates (1) and Brody, DuBois, Nisell, and Engelberg (5) found that the response of the abdomen and lower chest to forced sinusoidal pressure waves at the mouth lags somewhat behind that of the upper thorax particularly at higher frequencies. They also describe in man and the cat propagated surface waves over the abdomen, which in the cat are unaffected by evisceration. In addition, Coermann, Ziegenruecker, Wittwer, and von Gierke (6) have compared in whole body oscillation ("shake table") experiments data obtained on intact supine man with calculations based upon a hypothetical model in which the lungs, thorax, and abdomen are assumed to be a simple or "lumped" system. The close correspondence between predicted and experimental data led the authors to conclude that the thoracicoabdominal system is a simple one with lumped physical parameters. These data indicate then that the assumption of a lumped system is clearly a simplification, although close enough to the truth to be useful.
The question of whether a change in gas density produces a change in compliance is also one for which there is no satisfactory answer. Any change in total compliance produced by altering the properties of the gas breathed would have to be in the lung compliance component. In the course of the present experiments, lung compliance measurements at slow breathing rates were made in normal subjects 1, 2, and 3 breathing air and the helium and sulphur hexafluoride mixtures. Breathing the heavy and light mixtures produced no significant differences in compliance. There is no available datum, however, nor methods for obtaining it, on whether breathing heavy gas mixtures alters effective compliance at oscillation frequencies near the respiratory system's natural frequency. One would predict, however, that if there were some inequality of time constants of terminal lung units tending to diminish effective compliance at higher frequencies, the presence of a heavy or a viscous gas in the respiratory system might accentuate this tendency by disproportionately increasing the resistance of the narrower airways. The likelihood of the gases used in the study causing a major change in effective lung compliance is slight because gas flow in the lower airways is almost wholly laminar (7), implying that flow resistance ought to be little affected by differences in gas density. Nor would the viscous airway resistances of terminal lung units be much affected by either of the foreign gases used in this study because their viscosities are close to that of air.
The third assumption, that the effective compliance at the natural frequency is the same as that determined at slow breathing rates, also defies verification by present methods. Mead (4) has, however, cited indirect evidence suggesting that the effective compliance of the respiratory system diminishes at frequencies approaching its natural frequency. He called attention to the observations of Dubois and co-workers (1) that the lower chest and abdomen oscillate in phase with the upper chest at frequencies below 2 cps but increasingly lag behind the upper chest at higher frequencies. This implies slight differences in time constants between different areas of the chest wall or underlying lung that are too small to be detectable at frequencies below 2 cps. That such a condition may prevail in the normal human lung is not unreasonable from anatomical considerations. The lungs of excessively obese persons probably contain regions of compressed lung, as evidenced by the mild arterial hypoxemia rectified by a deep breath seen in many of them (8) . Seven of the obese subjects in this study had evidence of this. In such subjects time constant inequality of terminal lung units is very likely, which would make the differences between the effective compliance at slow and rapid cycling greater than in normals. Mead (4) points out that assuming the effective total compliance to be greater than it actually is results in an underestimation of total respiratory inertance. Hence the total inertance values may represent an underestimation in normals and a somewhat greater underestimation of the true value in the obese subjects.
An empirical validification of the method suggesting that the values for gas and tissue inertance are approximately correct is the reasonably close correspondence between lung and gas inertances in both normal and obese subjects. If Mead's data indicating that lung tissue inertance is virtually zero are correct, lung and gas inertances should be practically identical.
Precision of the method. 2. There were significant inverse correlations between total respiratory compliance and body weight (r = -0.74) and between natural frequency and body weight (r = -0.64). There was a significant positive correlation between total respiratory inertance and body weight (r = + 0.86). 3 . A method for estimating separately the gas and tissue components of total respiratory inertance is described and applied to three normal and three obese subjects. 4 . In three normal subjects, tissue inertance averaged 16%o of the total inertance. In three excessively obese subjects, tissue inertance averaged 68% of the total inertance.
